[The value of the x-ray spectrum with regard to x-ray filtration (author's transl)].
After some preliminary remarks on the production and spectral composition of X-Rays it is demonstrated, how the total filtration of the X-Rays including the filtration in the anode can be found from the X-Ray Bremsspektrum. The curves for determining this filtration include filters up to 50 mm AI-Equivalent for 40 to 150 kV constant direct voltage.